[Intravesical migration of an artificial urinary sphincter AMS-800: a rare complication].
Presentation of two cases of a patients with urinary incontinence of neurogenic origin treated by means of an artificial urinary sphincter graft AMS-800 who suffered the complication of intravesical migration of the occlusive cuff in one case, and pressure balloon and occlusive cuff in the second one. In the latter, the pressure balloon underwent a process of intravesical calcification. A review of the literature on the etiopathogeny of this complication and management of these patients is conducted.